


















The performance of the COVID-19 Antigen Rapid Test kit(Swab) (For self-testing) with positive 

results stratified by the comparator method (Ct) counts were collected and assessed as follows: 

COVID-19 Antigen Vitassay Healthcare S.L.U. kit (PCR) 
Rapid Test kit(Swab) Ct三25 2S<CT三30 30<CT三35 35 ＜CT Total 
Positiv巳 39 36 2 5 82 
Negative 4 8 5 18 
Total 40 40 10 10 100 

Positive Agreement 
97.50% 90.00% 20.00% 50.00% 82.00% 

(86.84%～ (76.34%～ (2.52%～ (18.71%～ (73.05%～ (95% CI) 
99.94%) 97.21 %) 55.61%) 81.29%) 88.97%) 

7. Conclusion

In the present study, the COVID『19 Antigen Rapid Test Kit (Swab) by Safecare Biotech(Hangzhou) 

Co., Ltd. has shown high sensitivity on fully CT range of nasal samples from SARS-CoV-2 suspects. 
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